[Research on omni-directional ultrasonic imaging].
In this paper, an omni-direction M-mode ultrasonic imaging method is introduced, in which M-mode sample line can rotate and move freely. In this way the measurement of parameters such as amplitude and speed of movement of organs can be conducted in any position or direction. We analyzed the sources of errors of the method and the way to overcome them.